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Open the housing 
with the supplied 
tool (or a coin, 
screwdriver, 
powerdrill etc.)

Pull / push the top 
off to separate -
once the screw 
starts spinning. 

Insert the battery. Connect battery. LED will 
flash green 3x3 times 
followed by 2 red flashes 
every 5 seconds - to signal 
that clock is not set.

Push the battery 
down and slide 
the metal disc 
until it clicks in 
place. 

Close TBR. Screw 
until the gap by 
the top closes. No 
force needed to 
seal.

Power up

Configure

Deploy

Collect

Place a magnet 
near the slot and 
remove once LED 
turns blue.

Start ComPort. The 
PC-application for 
communicating 
with TBR’s.

Create or open a 
project database.

Click “Connect TBR” to start 
searching for nearby TBR’s.

Click “TBR config. Options” to 
see and save your project 
settings. Check the “enable” box. 
All your TBRs are now easily set-
up (and clock adjusted) with a 
single click on the “configure” 
button. 

Connect TBR to 
ComPort (see step 2).

All data that is not already 
stored in the current projects 
database is offloaded when 
pressing: “Offload Data”.

After disconnecting the TBR 
you can inspect, graph and 
validate your data in the 
ComPort main view, as well 
as exporting to .csv format.

Key information
• Battery life: 8-9 months
• Storage capacity: >1.5 mill. 

detections
• Powerful CPU for advanced 

signal processing 
• Bluetooth and USB
• RGB-diode user interface
• Special housing engineered to 

open and close easily, with very 
little force. 

• Comes with bootloader for 
firmware upgrades. 

A typical TBR 700 mooring line attachment is shown in the 
pictures. There are 3 spots for attachment on the TBR housing 
(2 cable tie grooves and 1 attachment hole).

A: Slide one cable through the rope and attachment hole and 
tighten. 
B: Place the next cable around the receiver in the cable tie 
groove and tighten it over the rope. 
C: Slide the last cable through the rope and tighten it around 
the cable tie groove. 
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TBR 700 QUICK START
Remove the metal disc.
If a battery is already 
installed, the disc needs to 
be pushed slightly down 
before it is pulled out. 


